Introduction
The Diabetes Control and Complications Trial (DCCT) confirmed the benefits of intensive treatment via multiple daily injections (MDI) or continuous subcutaneous insulin infusion (CSII) therapy. 1 A cornerstone of intensive therapy in the DCCT was meal-planning strategies that emphasized the relationship between prandial insulin dose selection and the anticipated amount of carbohydrate to be consumed. 2, 3 Since the results of the DCCT were published, others have reported on glycemic and patientreported outcome benefits of carbohydrate counting for individuals with type 1 diabetes. These benefits include lower hemoglobin A1c (HbA1c) levels, [4] [5] [6] improved coping ability 5, 6 and diabetes-specific quality of life, 4, 6 and greater treatment satisfaction. 4 Precision with carbohydrate counting was associated with lower HbA1c in one study of children with diabetes, 7 and inaccuracy of carbohydrate counting has been noted as one of the two major sources of error in predicting blood glucose (BG) levels, along with BG monitor inaccuracy. 8 Others have reported high rates of inaccurate carbohydrate counting and consequent inappropriate prandial insulin dosing. In the FinnDiane study, 9 adults with type 1 diabetes estimated their prandial need inappropriately in 62% of meals; in the Carbohydrate Counting for Adolescents with Type 1 Diabetes study, 10 only 23% of study participants estimated daily carbohydrate within 10 g of the true amount.
There is evidence that using a bolus calculator may help patients more accurately meet prandial insulin dose requirements, reduce postprandial glycemic excursions, and achieve closer to normal overall glycemic control. 11 In one randomized clinical trial, 12 patients who used a diabetes interactive diary (DID), a tool incorporating a bolus calculator, and patients who were taught standard carbohydrate counting had similar reductions in HbA1c levels, but DID arm patients experienced greater improvements in diabetes treatment satisfaction and in some aspects of health-related quality of life.
A study addressed the question of how precise carbohydrate quantification has to be to maintain post-prandial glycemic control. 13 The study found that, in children and adolescents using either CSII or MDI therapy, an individually calculated insulin dose for 60 g of carbohydrate maintained postprandial BG levels for meals containing between 50 and 70 g of carbohydrate. This suggests that a single mealtime insulin dose will cover a range of carbohydrate amounts without deterioration in postprandial control.
Use of a bolus guide, based on carbohydrate range selection, might have advantages over a bolus calculator that requires carbohydrate point estimation if both systems yield substantially the same bolus recommendations and BG outcomes. Patients might find it easier to use estimate ranges, and this could lead to high treatment satisfaction with a bolus guide. Treatment satisfaction is important because it may be associated with adherence to treatment, 14 treatment preference, 15, 16 and glycemic control. [17] [18] [19] The current study of current CSII therapy users was designed to answer three questions: (1) how accurately do patients in the study estimate carbohydrate loads?; (2) how do simulated BG outcomes using the bolus guide compare with those using the bolus calculator?; and (3) what are patient perceptions of the bolus guide? We hypothesize that rates of inaccurate carbohydrate assessment will be high, that simulated BG outcomes for the bolus guide and the bolus calculator will be similar, and that patients will have favorable perceptions of the carbohydrate range selection used in the bolus guide as compared with entry of specific carbohydrate values as used in the bolus calculator.
Methods
The overall study incorporated three components: (1) a study to assess patient accuracy in estimating the carbohydrate content of meals, (2) a simulation study comparing insulin bolus recommendations for the bolus guide and bolus calculator and consequent BG levels, and (3) a usability study to assess patient perceptions of the bolus guide.
Carbohydrate Content Accuracy Study
Type 1 diabetes pump users (n = 60, pump usage time 6.4 ± 3.9 years) familiar with carbohydrate quantification participated in this study. The study was approved by an institutional research review board provided by Chesapeake Research Review. Participants signed an informed consent form. The results of this study (i.e., human error in carbohydrate estimation and error distribution) served as the basis for subsequent computer simulations.
Simulation Study
Bolus calculators typically ask the user to identify a specific amount of carbohydrate to be consumed in order to make a recommendation for the amount of insulin to be administered in a bolus. While mathematically appropriate, this does not take into account the difficulty of precisely estimating carbohydrate load in a meal. The bolus guide tool was designed to recommend a bolus insulin dose based on user input of the estimated carbohydrate load within a range rather than a single point.
Tables of carbohydrate and glucose ranges are stored in the bolus guide software memory, with each table related to a specific combination of target blood glucose (TBG), insulin sensitivity factor (ISF), and insulin-tocarbohydrate ratio (ITC). The number of tables stored in the database is limited to combinations of the TBG, ISF, and ITC values [minimum, maximum, and increments (in brackets)] as shown in Table 3 . Should data entered exceed these limits, the bolus guide will present an error message. Future work will be done to increase these ranges to cover patients with even greater insulin sensitivity.
The columns and rows of the tables stored in the bolus guide include ranges of carbohydrate and current blood glucose (CBG), respectively [range boundaries (low carbohydrate, high carbohydrate; low BG, high BG) are shown in Table 4 ]. Each cell in Table 4 represents a pair of discrete reference values, one for carbohydrate load range and one for CBG range. The bolus (in units) recommended in each cell (in Table 4 , for example, 3.2 U for the cell represented by carbohydrate range 61-75 g and BG range 71-100 mg/dl) is precalculated according to the formula using the reference values (in the given example, 64 g and 98 mg/dl, respectively).
The reference values were selected to minimize hypoglycemia related to the bolus dose recommendation of each cell. The reference values are not the mid values of carbohydrate and CBG range boundaries and are different However, the error was made artificially large if it resulted in an outcome blood glucose (OBG; as explained further later) under 60 or over 200. These values were originally given as constraints on the accuracy requirements of the bolus guide tool.
The bolus guide process for recommending an insulin bolus dose is based on the user's input of TBG, ISF, and ITC, entered once at the initial setting. The CBG and a particular carbohydrate range selected from a set of ranges that the system prespecifies are entered every time the bolus guide is used. Carbohydrate range is the range comprising the total amount of carbohydrates to be consumed. The software also enables entry of a discrete carbohydrate value that is attributed to the relevant carbohydrate range. For example, if a user enters a discrete carbohydrate value of 68 g, the reference value (i.e., 64 g) of the relevant carbohydrate range (i.e., 61-75 g) is used to calculate the bolus dose ( Table 4 ).
The remaining insulin or "bolus on board" (BOB) is based on delivery times and doses of previous boluses and is calculated in the same manner as in available bolus calculators.
A computer simulation was performed wherein hundreds of carbohydrate estimation error values were generated within the coefficient of variation (CV) range (30-50%) resulting from the carbohydrate estimation study outcome for each of the meals displayed. In addition to CVs yielded by the study, simulation results for lower CV values of 0-30% were also evaluated. The carbohydrate estimation error values were also simulated according to the error distribution patterns resulting from the carbohydrate estimation study outcome. Normal (Gaussian) and gamma (an asymmetrical distribution with certain skewness) distributions around the estimated and true carbohydrate (TC) values (four different error distribution patterns) were thus simulated. Shape and scale parameters for gamma distribution were extracted by mean and standard deviation (scale = CV 2 × mean and shape = 1/CV 2 ; as mean, the TC was taken for each meal, and CV was fixed at 0% to 50% by step of 10%).
An additional error that was considered and simulated is the error of the BG measurement (CBG). The simulated CVs of the CBG error were 0% (i.e., accurate BG measurements) and 10%. The BG measurement errors were assumed to be normally distributed around the true BG level with a standard deviation equal to the true BG times the given error CV for BG.
Recommended insulin boluses were simulated to yield three bolus recommendations as follows:
1. Bolus guide recommendation based on
• carbohydrate-reference value representing the user-estimated bolus guide range,
• CBG-reference value representing bolus guide range that includes the user's CBG value, and
• ITC and ISF-rounded to the nearest available bolus guide value ( Table 3) . Table 2 ). The correct recommendation is based on no error of the intake of carbohydrate. The carbohydrate intake is expressed as a discrete value rather than as a range of values.
The ISF and ITC are assumed to be accurate and therefore do not contribute to the error of the calculator recommendation or the correct recommendation.
The process of generating the three bolus recommendation comparisons (bolus guide, calculator, and correct) was repeated for 140 random combinations of ISF, ITC, and TBG for each of eight meal types (A-H). These 1120 combinations of parameters were simulated with 12 different values of CBG (total 13,140). Each combination was simulated with 10 different estimated carbohydrate values based on a given error CV for carbohydrate (yielding 131,400 observations). These comparisons were repeated for six carbohydrate estimation CVs of 0%, 10%, 20%, 30%, 40%, and 50% (yielding 806,400 observations). These comparisons were repeated for two BG measurement errors of 0% and 10% for each of the 12 simulated CBG values (yielding 1,612,800 observations).
An additional simulation (875,712 observations) with uniform distribution running over a narrower range of the most commonly used user parameters (ISF 40-110, TBG 80-120, ITC 8-31) was also completed. Such a simulation resembles a more realistic distribution of the combinations of ISF, ITC, and TBG in the population.
An analysis was conducted to evaluate the clinical significance of the bolus guide and the calculator recommendation errors in comparison to the correct recommendation. The BG levels that result from administration of a certain amount of insulin (either that recommended by the bolus guide or the calculator) can be predicted using the following equation:
wherein U is insulin units (provided by either calculator or bolus guide). Note that BOB is considered 0 in the simulations since it would affect both tools equally.
When generating a bolus dose using the discrete values of perfectly accurate BG and carbohydrate estimations (i.e., the "correct" recommendation), the OBG always equals exactly the TBG value.
Outcome BG levels were assigned to one of the following OBG categories ≤60, 61-90, 91-120, 121-150, 151-200, 201-250, and >250 mg/dl, and the percentage of OBG for the bolus guide and the bolus calculator in each category was compared. In addition, we compared the proportion of inaccurate OBG with each tool. Outcome BG was considered inaccurate if it fell outside the TBG range (70-180 mg/dl) or if the OBG was not in the same category as the TBG.
Usability Test
Type 1 diabetes pump users (n = 30) participated in a usability study (n = 30) to estimate patient satisfaction using the bolus guide. The study was approved by Chesapeake Research Review. Participants signed an informed consent form. The bolus guide application was implemented as a software program on a personal computer [(PC) yet it can be implemented using any device that includes memory and computing capabilities, e.g., an insulin pump, a PC, a cell phone, or a personal digital assistant]. Its use and application were demonstrated with the PC software. After training by a facilitator, the participants practiced until they felt confident and then responded to four written scenarios (demonstrated on cue cards) to submit bolus recommendation requests ( Table 5 ). In order to receive a bolus recommendation, the participants had to enter BG value, carbohydrate range, ISF, ITC, TBG, and the previous boluses delivered (for BOB calculation). Distractions and errors (Table 5) were intentionally introduced, and the participants needed to arrive at the correct recommendation by responding to error messages and making the needed corrections. Participants completed a 15-item questionnaire ( Table 6 ) about their experience using the bolus guide, with responses on a five-point scale, with 1 being "strongly disagree" and 5 being "strongly agree." Questions included an item "choosing carbohydrate values from a ranges list is easier than estimating exact amounts." Enter data as written on cue card, press the "Submit" button, receive bolus guide recommendation 2 Out of range value None Enter data as written on cue card, respond to messages by pressing "OK," take corrective action, enter corrected values (to be provided on cue card), press the "Submit" button, receive bolus guide recommendation 3 BG measurement time error (>10min) Radio Enter data as written on cue card, respond to messages, take corrective action, enter new time (to be provided on cue card), press the "Submit" button, receive bolus guide recommendation
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Telephone call Enter data as written on cue card, respond to messages, take corrective action, enter missing time (to be provided on cue card), press the "Submit" button, receive bolus guide recommendation 3. The CV of the estimated carbohydrate was high for all meals, ranging from 28% to 46%; values of 0%, 10%, 20%, 30% 40%, and 50% were used in the simulation.
4. The error distribution of some of the meals followed a normal pattern, while other meals followed a gamma pattern. Since no consistency was observed in error distribution, the simulation was done with both normal and gamma error distributions. The best estimated meal was the hamburger and fries. This might point to the effect of familiarity on estimation accuracy.
Simulation Study
The percentage of accurate carbohydrate estimation data points was very similar for the bolus guide and bolus calculator (Table 8) The bolus recommendations provided by the bolus guide led to slightly less hypoglycemia (<60 mg/dl) and slightly more hyperglycemia (>200 mg/dl) than the bolus recommendations provided by the bolus calculator ( Table 9) . Bolus recommendations by the bolus guide also led to slightly more normoglycemia (90-150 mg/dl) than the bolus calculator recommendations (Table 10) .
Carbohydrate estimations were assumed to be (1) normally distributed around the mean estimated carbohydrate load of the meal, (2) gamma distribution pattern around the estimated mean, (3) normally distributed around the TC value, and (4) gamma distribution pattern around the TC value. The results are a simple average of equally distributed combinations of carbohydrate estimation error CVs of 0%, 10%, 20%, 30%, 40%, and 50% and BG measurement error CVs of 0% and 10% over the entire range of TBG, ITC, and ISF for meals A-H. Table 11 presents descriptive statistics for task completion as recorded by the study's facilitator. Task completion was scored using a scale of 0 to 3, 0 being "completed alone" and 3 being "not completed."
Usability Study
From Table 11 , we see that the mean scores of task completion for all scenarios were below 0.70 points, ranging between 0.31 and 0.63.
There seems to be a trend for improving scores across the scenarios. The highest mean was in the first scenario, and lowest was in the last scenario. This suggests a short learning curve to reaching a criterion of independent completion. Table 6 presents descriptive statistics for the user's (n = 29) overall assessment of usability, scored after all tasks had been completed. Questionnaire items were completed on a five-point scale from 1 to 5, with 1 being "strongly disagree" and 5 being "strongly agree."
The mean, median, and standard deviation of questions related to ease of learning and use for the four scenarios were 4.17, 4.2, and 0.72, respectively, with a score of 5 being "strongly agree" and a score of 4 being "agree."
The mean, median, and standard deviation for the question "choosing carbohydrate values from a ranges list is easier than estimating exact amounts" were 4.17, 4.0, and 0.85, respectively.
Discussion
In persons with type 1 diabetes, the total amount of carbohydrate consumed strongly predicts glycemic response, so monitoring carbohydrate consumption is essential for achieving glycemic control. Our results are consistent with those of earlier studies 4, 5 in finding that substantial estimation inaccuracies were common. In addition, we found that the mean percent error was significantly larger in meals containing high carbohydrate loads (>100 g). This may relate to patient reluctance to take what seems like an unusually large bolus.
The simulation results demonstrated that the bolus guide and bolus calculator provided similar bolus recommendations and OBG levels overall, with the bolus calculator providing recommendations leading to BG levels in the <60 mg/dl (hypoglycemia) category more often than the bolus guide, and the bolus guide providing bolus recommendations leading to BG levels in the >200 mg/dl and >150 mg/dl categories more often than the calculator.
As described, our comparison of the bolus guide and the calculator was done via a simulation. Since simulation procedures can increase "sample size" indefinitely, there is no issue of sampling error and hence of formal statistical testing. The problem is well suited to modeling because the consequences (normal, hyper, or hypoglycemia) follow logically and inevitably from the starting conditions (exact or inaccurate carbohydrate load estimation that leads to accurate or inaccurate insulin bolus doses, respectively).
Given the similar simulated bolus recommendations and OBG levels for the bolus guide and bolus calculator, patient reports regarding use of the bolus guide are of special interest. In the usability study, patients were highly satisfied with the performance and ease of use of the bolus guide, and most patients (average score 4.2 out of 5, with a score of 5 indicating strong agreement) reported that choosing carbohydrate values from a range list is easier than estimating exact amounts. This suggests that using a bolus guide might be associated with greater treatment satisfaction than using a bolus calculator. Others have found that treatment satisfaction may be associated with adherence to treatment, 14 treatment preference, 15, 16 and glycemic control. [17] [18] [19] Strengths of the current study include the fact that the comparison of bolus guide and bolus calculator outcomes was based on a simulation that permitted assessment of a very large number of possible events. The inclusion of a user acceptance study in which patients were asked to compare the ease of using the bolus guide and bolus calculator is also a study strength. Future studies should allow patients to use the bolus guide on their own over extended periods and should compare real clinical outcomes rather than simulated ones for the bolus guide and bolus calculator.
Conclusions
In the study simulation, the bolus recommendations provided by the bolus guide led to slightly less hypoglycemia (<60 mg/dl) than the bolus calculator. The bolus guide recommendations, however, did result in slightly more hyperglycemia (>200 mg/dl) than the bolus recommendations provided by the bolus calculator.
Responses in the usability study suggest that patients might find the bolus guide's carbohydrate range estimation system easier to use than the bolus calculator's carbohydrate values estimation system. 
